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Mr.
Aspila,
the
Data
Quality
Work
Group
Chairman,
welcomed
the
attendees
and
introduced
Mr.
Oakley,
the
Director
of
the
IJC
Great
Lakes
Regional
Office;
members
of
the
Work
Group;
Dr.
John
Clark,
Senior
Statistician,
IJC,
Great
Lakes
Regional
Office;
and
Mr.
Don
King,
Quality
Assurance
Officer,
Ontario
Ministry
of
the
Environment,
Laboratory
Services
Branch.
Mr.
Oakley
welcomed
the
analysts
and
commented
on
the
need
for
adequate
environmental
assessment
data
in
implementing
the
Great
Lakes
Water
Quality
Agreement
of
1978.
He
stressed
the
need
for
Great
Lakes
chemists
to
be
aware
of
the
very
important
role
they
play
towards
the
enhancement
and
restoration
of the Great Lakes.
0 WATER
-
A
RESOURCE
SHARED
AND
PROTECTED
BY
CANADA AND THE UNITED STATES
B R. E. White
International
JOint
Commission
Windsor, Ontario
PEOPLE AND WATER
Probably
nearly
no
one
would
have
predicted
in
1909
that
40 million
people
would
cluster
around
the
Great
Lakes
as
they
do
today
-
14%
of
all
of
the
people
in
the
United
States
and
33%
of
the
people
of
Canada
reside
in the
Great Lakes Basin.
Also,
probably no one 70 years
ago could
have predicted
the multiple uses
for Great Lakes waters today and the various forms of degrading impacts man
has placed on these waters.
However,
there were
wise men
in
those times just
as there
are today.
Those men of vision from our past recognized the need to formulate how t e
waters
of Canada
and the United
States which flow to,
through,
and within our
common boundaries,
should be shared and protected.
They recognized that there
were
abuses,
and
disputes
particularly
concerning
the
waters
of Milk
and St.
Mary
Rivers,
and
that
there
would
be
future
problems,
and
therefore
they
sought a way to protect the rights of each nation and its people.
BOUNDARY WATERS TREATY FORMED - 1909
Their answer was a treaty between the nations, the Boundary Waters Treaty
of 1909.
The Treaty was proclaimed May 13, 1910.
As testimony to the clear thinking of the formulators of this Treaty is
the fact it still stands today with only three paragraphs of one article no
longer in force.
The Treaty contains 14 articles dealing with such things as
water diversion, waterway obstruction, water use and furthermore contains one
of the most forward thinking and essential
statements for you, me, and our
nations and probably a benchmark statement for the world.
A paragraph within
Article IV states:
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 o the waters were being seriously polluted;
o
the
principal
sources
of
pollution
were
wastes
discharged
by
municipalities and industries, and;
o the major source of phosphorus was municipal sewage.
Further, the Commission concluded that it should be assigned the tasks of
coordinating continuous surveillance of water quality, of monitoring the
implementation of pollution abatement programs, of coordinating the exchange
of information on all aspects of water pollution, and of reporting and
publishing the results on the effectiveness of such governmental programs.
The Commission also proposed water quality objectives for lower Great Lakes.
GREAT LAKES WATER QUALITY AGREEMENT OF 1972 INSTITUTED
As a direct result of the Commission's findings the United States and
Canada made a specific agreement on the Great Lakes, the 1972 Water Quality
Agreement. This Agreement re-affirmed the rights of each country to use the
waters of the Great Lakes, and expressed the determination of each country to
restore and enhance the water quality of the Great Lakes Basin.
To assure the vitality of the Agreement, the nations assigned additional
responsibilities and powers to the Commission and provided for the
establishment of a regional office if deemed necessary by the Commission.
Among these additional responsibilities were:
- collecting, collating, and disseminating data concerning the boundary
waters and meeting Great Lakes water quality objectives;
- tendering advice and recommendations to the states, province and
Parties;
- providing assistance in coordinating activities, water quality
research, contingency planning, and consultation; and
- investigating pollution from land use and the actions needed to
preserve and enhance the upper lakes, and other investigations as may
be later assigned to the Commission.
POWERS GIVEN TO THE COMMISSION
To do these things, the Commission was given the right to exercise all the
powers conferred upon it by the Boundary Waters Treaty and any legislation
passed pursuant thereto, including holding public hearings, compeling
testimony of witnesses, and the producing of documents.
In addition to instructing the Commission to report on progress and make
recommendations to the governments annually, and giving it the right to
publish reports, the Commission was also given the authority to verify
independently the data submitted to it by the governments.
 INTERNATIONAL JOINT COMMISSION'S GREAT LAKES REGIONAL OFFICE FORMED
To help meet its responsibilities described within the Agreement, the
Commission established a Great Lakes Regional Office, a binational office
comprised of equal numbers of professional people from both nations in the
fields of biology, limnology, chemistry, engineering, statistics, and others.
Two Boards were formed, the Water Quality Board and the Research Advisory
Board along with their supporting committees and groups. The Upper Lakes and
Pollution from Land Use Activities Reference Groups (ULRG and PLUARG) were
also established.
Much was accomplished over the five year period of that Agreement.
Billions were spent to upgrade the efficiency and completeness of sewage
treatment, some states proposed bans on phosphorus in detergents, and others
curtailed the amount used to 0.5% by weight as recommended by the Commission.
Proper sewage treatment is in place for 99% of the Canadian sewered population
and construction of treatment plants continues at a fast pace in the United
States.
Spill contingency plans are in place, the Upper Lakes and Pollution from
Land Use Activities Reference Groups have reported to the Commission. The
Commission has forwarded its findings and recommendations on the upper lakes,
and is about ready to report on pollution from land use activities. New water
quality objectives have been adopted and Lake Erie no longer appears dead.
The Parties recognized their successes but also it was clear to all that
much remained to be done.
Aside from past and present concern for the control of phosphorus and
heavy metals, particularly organo mercury, toxic chemicals from land fills,
chemical plant effluents, and other sources demanded attention.
NEW AGREEMENT - NEW EFFORTS
The governments drew up a new Agreement to attend to past unfinished
busi
ness
and
to a
ddre
ss
new
issu
es.
On
the
22nd
day
of N
ovem
ber
1978
, t
his
new Agreement was signed by dignitaries representing both nations.
Whil
e s
till
addr
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ng
the
phos
phor
us
load
ing
issu
e e
xemp
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ed
by
more
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ngen
t l
imit
atio
ns
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azar
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nd
Annex 12, Persistent Toxic Substances.
Annex 10 commits the Parties to list toxic and hazardous materials, and to
deve
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rams
to e
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or m
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thei
r p
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nce
in t
he
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t La
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 COMMISSION‘S ROLE REAFFIRMED
The new Agreement
reaffirms
the Commission's
role,
the IJC Great Lakes
Regional
Office,
and
the
Water
Quality
Board.
It
changed
the
Research
Advisory Board to the Science Advisory Board and emphasized
that
its
membership should represent managers within research.
This change could have
further impact in integrating research within the Basin on water quality
pro ems.
The Water Quality Board, the principal advisor to the Commission, is
charged to:
0 make recommendations on development and implementation of programs to
meet the purposes of the Agreement;
0 assemble and evaluate information derived from the programs;
0 identify deficiencies in scope and funding of programs;
0 examine program appropriateness taking into account socio-economic
realities; and
0 provide liaision to ensure comprehensive and coordinated approaches
to plan and resolve problems.
The Science Advisory Board is the scientific advisor to the Commission and the
Water Quality Board and provides:
0 recommendations on research and the development of scientific
knowledge supporting the Agreement;
0 advice to jurisdictions on research needs; and
o assessments and recommendations on pertinent ecosystem research.
The Boards report to the Commission on a periodic basis on request of the
Commission.
In addition to Annexes 10 and 12 dealing with toxic and hazardous
substances there are 10 other Annexes that deal with specific objectives,
limited use zones, control of phosphorus, discharges of oil and other
discharge of vessel wastes, review of pollution from shipping, dredging,
discharges from onshore and offshore facilities, and a joint contingency plan.
Although Annexes 10 and 12 impact your work as analytical chemists, Annex
11 clearly addresses your work.
Annex 11, Surveillance and Monitoring, spells out the need to:
- assess the degree of compliance to regulations promulgated by
jurisdictions;
- determine the achievement of general and specific objectives;
 
  
- evaluate water quality trends;
- identify emerging problems;
-
determine inputs from tributaries, point sources, atmosphere, and
connecting channels;
— develop whole lake data, nearshore information, and fish and wildlife
contaminants; and
- determine pollutant levels in outflows, water intakes and outlets.
The Annex also recognizes that these assessments cannot be made without
data quality assurance and specifically calls for standard sampling and
analytical methodology, interlaboratory comparisons, and compatible management.
If we do our job as analytical chemists, and our associates in
environmental concern do theirs, we will live up to that remarkable statement
of its time that must be applied today, from the Boundary Waters Treaty -
"It is further agreed that the waters herein defined as boundary waters
and waters flowing across the boundary shall not be polluted on either
side to the injury of health or property on the other" -
and we and future generations shall have a better life.
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 0 THE GREAT LAKES INTERNATIONAL SURVEILLANCE PLAN
B w. J. Travers
Water Quality Branch, Inland Waters Directorate
Ottawa, Ontario
Thank you for inviting me here today to be among so many old friends in
the lab business.
I understand that one purpose of your meeting is to convince lab
participants in the Great Lakes International Surveillance Plan (GLISP) of the
need for adequate data and to assure reliable data in the future. There are
other sub-goals, if you wish, to your meeting such as to have the analysts
discuss mutual problems, to discuss some certain analyses that continue to be
problems even after several round robin studies, and to arrive at a minimum
intralaboratory quality program.
I thought for my part that I would go over withyou the objectives of the
Surveillance Plan with some emphasis on the role of the laboratories within
the Plan, followed by some comments and thoughts on the work to date of the
Data Quality Work Group.
SURVEILLANCE PLAN
Historical
Many studies on Great Lakes water quality have been coordinated through
the IJC between 1909 and the present. One of the more significant ones was
the 1964 Reference Study on the Lower Great Lakes. A recommendation arising
out of that study is shown in Slide 1.
SLIDE 1
"that adequate water quality surveillance and monitoring
activities be maintained in the referenced waters including
inputs from tributaries to. allow for the assessment of and
adjustments to programs of enforcement, management, planning
and research."
This need was reiterated in the 1973 Annual Report of the IJC to Governments
as seen on Slide 2.
SLIDE 2
"There is a need for coordinated overall monitoring program
which specifies sampling locations, frequencies, procedures, and
early warning capabilities; the use of standard networks for
field or laboratory analyses of the samples; systematical
analytical quality control programs and conformance in data
storage, retrieval, verification, analyses and utilization."
 The first general "Program Design" of a Surveillance Plan was presented by
the Surveillance Subcommittee (SSC) to the Water Quality Board in its 1974
report. This design outlined the overall goals, objectives and rationales for
each plan element.
In 1977, with the consent of the Water Quality Board, the SSC began
preparation of the detailed Surveillance Plan for each of the Great Lakes.
This plan would contain all the details never before written down - exact
sampling locations, number of samples, type of samples, parameters to be
measured, etc., and the plan was to be a base plan and not a wishing list or a
"pie in the sky plan" as earlier ones had been called. This work was
completed and presented to the Board just last December. The plan now calls
for a total expenditure of about 10 million dollars (all agencies).
PURPOSE
SLIDE 3
The fundamental objective of the Great Lakes International Surveillance
Plan
is
to
dete
rmin
e t
he
impa
ct
of
man'
s a
ctiv
itie
s o
n t
he
qual
ity
of
the
Grea
t La
kes
ecos
yste
m,
part
icul
arly
with
the
impa
ct o
f th
ese
acti
viti
es
on t
he
uses
of t
he r
esou
rce.
Now,
this
purp
ose
is t
ied
into
thre
e fu
ndam
enta
l n
eeds
that basically make the program go.
FIRS
T -
Man'
s a
ctiv
itie
s i
n th
e Gr
eat
Lake
s Ba
sin
gene
rate
wast
es
and
the
disp
osal
of t
hese
wast
es
into
the
air
and
wate
r.
Bill
ions
of d
olla
rs h
ave
been
spen
t a
nd w
ill
cont
inue
to
be s
pent
on
poll
utio
n a
bate
ment
prog
rams
to mitigate the impact of these substances. Surveillance, therefore, is
need
ed
to
dete
rmin
e t
he
effe
ctiv
enes
s o
f t
hese
abat
emen
t p
rogr
ams
and
to
dete
rmin
e th
e st
ate
of c
ompl
ianc
e wi
th j
uris
dict
iona
l co
ntro
l r
equi
reme
nts.
SECOND - Surveillance is needed to enable the countries to fulfill the
requirements of the 1978 Agreement as far as monitoring and surveillance
is concerned.
THIR
D -
Give
n t
he
numb
er
of
agen
cies
in b
oth
Cana
da
and
the
U.S.
invo
lved
in
surv
eill
ance
and
moni
tori
ng
acti
viti
es
and
the
amou
nt
of
reso
urce
s
bein
g ex
pend
ed,
it m
akes
good
sens
e si
mply
from
a ma
nage
ment
poin
t of
view
to
focu
s a
nd
coor
dina
te
thes
e e
ffor
ts
in
the
most
cost
-eff
ecti
ve
way
possible.
The
prim
ary
outp
ut
of
the
Plan
then
is
info
rmat
ion
to a
ssis
t ma
nage
rs
and
poli
cy m
aker
s i
n ar
rivi
ng
at
rati
onal
and
effe
ctiv
e d
ecis
ions
in t
he
over
all
management of the Great Lakes ecosystem quality.
DESIGN
I am
not
goin
g to
go
into
deta
ils
cont
aine
d in
the
Plan
- yo
u ca
n al
l ge
t
cop
ies
and
rea
d f
or
you
rse
lve
s;
how
eve
r,
I w
oul
d l
ike
to
com
men
t o
n h
ow
the
Plan
was
desi
gned
.
The
Plan
is b
ased
on w
ater
uses
and
wate
r qu
alit
y co
ncer
ns
ass
oci
ate
d w
ith
tho
se
uses
.
The
ele
men
ts
tha
t m
ake
up
the
Pla
n d
esi
gn
are
rela
ted
to t
hose
conc
erns
- SL
IDE
4.
The
Plan
is d
esig
ned
to m
easu
re:
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(1) Input from:
Tributaries
Point
Sources
(Municipal
and
Industrial)
Atmosphere
Connecting Channels, and
(2) To measure the impact of these inputs on:
Connecting Channels
Main Lakes
Nearshore (Problem Areas, Beaches, and Water Intake)
Fisheries; and
Wildlife.
Collectively, these elements provide a holistic assessment of the impact of
man's activities on the Great Lakes aquatic ecosystem.
What I have just discussed was the philosophy and the development of the
GLISP.
However, there is another component of the Plan that I did not discuss
and that is "Implementation".
Effective implementation is an important yet
complex aspect of the Plan given the number of agencies involved, the number
of laboratories, differing priorities, coordinating, sampling, and reporting
schedules and many other details.
Your meeting here today is a step in the implementation of the GLISP.
With something like 22 laboratories involved in the program, a strong active
quality assurance program is essential. As a chemist, I recognize the
difficulty in obtaining compatible results, yet this is important.
Now, how has the Data Quality Work Group handled the needs for quality
assurance up to this time? They have operated by preparing solutions whose
concentrations are known only to them and distributing these solutions to the
labs participating in the surveillance program and who are represented here
today by you people. Now, presumably you or your staff carried out the
required analyses on these samples and transmitted the results to IJC in
Windsor (Bob White) who, in turn, analysed the results and informed each lab
on an individual basis as to how well or badly they performed. Now this IJC
"ality assurance program should be only a part of any labs external quality
.ssurance program, so the results should not be construed as an absolute
indicator of data quality. However, this information when used along with a
vigorous internal quality control and other external ones should lead to
meaningful conclusions.
Now if a laboratory scores poorly, often in these quality control studies,
I think that those labs should use that information as a level for additional
resources needed to bring the lab in line with others. Those chemists should
get after their bosses and say "Look, we don'tmeasure up with other labs and
we are of the opinion that the problan is a result of our labs deteriorating
systems (old equipment, etc.)." I say this because it was my experience
during my days as a quality control chemist that the problem of poor
performance was usually traced to old and antiquated instruments, too few
technicians, and generally run-down labs. Now, if a lab has all good, n:w
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equipment .and adequate numbers of competent staff and still scores poorly,
then someting else must be wrong, requiring further investigation.
The purpose of the IJC data quality assurance program, as I see things,
are twofold. The first objective is to provide the IJC with an ongoing
evaluation of the validity and ensure confidence of the data being used for
report preparation. The second is to give agencies involved in the
surveillance program an external self-evaluation capability to complement
their internal ones.
Now, how successful has this procedure been? Up to a point, I believe
that the program has been and will continue to be quite adequate. Many good
things have come out of the program - some labs have improved, some poor
methods have been identified and discarded, and better overall data has
resulted; but some problems still exist - some labs have consistently scored
poorly despite repeated warnings that something is wrong, and I believe that
this is an important reason why you are here today and again tomorrow in a
workshop type atmosphere.
Your program to date has dealt mainly with inorganic parameters in water
or sediments and there have been difficulties. I understand that you are now
moving into organics and quality control for that area. Your task will be
formidable to say the least - particularly as you move into wildlife and fish
analyses. I wish you luck and I will be following your activities with
interest.
Thank you again for inviting me and for the opportunity of sharing these
thoughts with you. I _sincerely hope your meetingswill be beneficial to
yourselves as analysts and to the surveillance program.
I INTERLABORATORY QUALITY CONTROL PROGRAMS
by K. I. AsEiIa
A. WHY INTERLABORATORY STUDIES ARE REQUIRED
To support the Great Lakes International Surveillance Program, the Data
Quality Work Group of the Surveillance Subcommitteehas been charged, in part,
to develop and implement methods for conducting interlaboratory comparisons
and evaluating their results. Reference to interlaboratory comparison studies
are found in the Terms of Reference that were approved February 3-4, 1977 by
the Surveillance Subcommittee. These terms of reference are given below.
TERMS OF REFERENCE FOR THE SURVEILLANCE SUBCOMMITTEE DATA QUALITY WORK GROUP
The Data Quality Work Group (DQWG) will provide the Surveillance
Subcommittee (SS) with a recommended Quality Assurance Program whose purpose
is to ensure that the analytical data submitted by each jurisdiction and
agency will be as accurate and precise as necessary for the Surveillance
Program. To accomplish this, the Data Quality Work Group will provide the
following specific functions and information:
1. Develop a Quality Assurance Statement of broad general nature to encompass
the elements of the Quality Assurance Program.
-12-
 
  
2.
Develop
and
implement
methods
for
conducting
interlaboratory
comparisons
and evaluating their results.
3. Define the intralaboratory quality control program required for support of
the Surveillance Program and monitor laboratory compliance.
4. Document and evaluate the suitability of various procedures used by each
laboratory for each test and provide full information on the analytical
characteristics.
5. Develop field sampling and handling protocols.
The Work Group recognizes that interlaboratory studies are essential
mechanisms to identify the existing level of comparability among laboratories
supporting the Surveillance Program and to identify bias in the laboratory
measurement system.
When a group of laboratories are presented with stable natural test
samples for analysis, very often, many of these laboratories are unable to
agree on the concentration of the constituents. The reasons for disagreement
can be attributed to the laboratory measurement system. Some variables within
the measurement process responsible for interlaboratory deviations are:
a) in-lab standards (each laboratory can have different reference
materials);
b) application of test method (there are subtle technical differences
when various laboratories apply the same or similar methods);
c) differences between test methods and/or the influence of the test
sample on the test method; and
d) stability of test samples (this area is under control since for most,
if not all constituents, only stable test samples are provided).
When multi-sample check sample studies are presented to participants and
data evaluated by the Work Group, the resulting reports address the laboratory
measurement process and not the field related variables within the
jurisdiction. Identification and control of the measurement system is
recognized by the Work Group as an excellent first and positive step in
interlaboratory control of bias on data being routinely obtained for the
Surveillance Progrmn.
After stating what interlaboratory studies address, it was emphasized that
after sound interpretation, such studies provide valuable and constructive
feedback to:
a) inform each analyst on their performance relative to a peer group of
10 to 30 other laboratories;
b) assist management by provision of documentation that identifies an
' ongoing basis the performance of their laboratory;
c) assist the current and future official users of surveillance data;
-13-
 d) assist each. laboratory manager in confirming the success of their
in-lab quality control procedures.
In
addi
tion
to
the
abov
e f
our
bene
fits
deri
ved
from
inte
rlab
orat
ory
stud
ies,
it
was
note
d t
hat
ongo
ing
part
icip
atio
n
also
-pro
vide
s
loca
l
man
age
men
t t
he
uni
que
opp
ort
uni
ty
of
pro
vid
ing
pos
iti
ve
fee
dba
ck
to
suc
ces
sfu
l
ana
lys
ts
and
als
o t
he
opp
ort
uni
ty
to
hav
e
loca
l
man
age
men
t
con
str
uct
ive
ly
app
rai
se
the
ir
own
mea
sur
eme
nt
sys
tem
wit
h
ana
lys
ts
sho
uld
per
for
man
ce
be
co
ns
is
te
nt
ly
id
en
ti
fi
ed
as
un
sa
ti
sf
ac
to
ry
.
B.
IN
TE
RL
AB
OR
AT
OR
Y
ST
UD
IE
S
CO
MP
LE
TE
D
Int
erl
abo
rat
ory
stu
die
s
tha
t
wer
e
com
ple
ted
dur
ing
(19
78
and
197
9)
wer
e
br
ie
fl
y
re
vi
ew
ed
.
Th
es
e
st
ud
ie
s
we
re
as
fo
ll
ow
s:
1978 Studies
St
ud
y
No
.
21
-
Ma
jo
r
Io
ns
,
Tr
ac
e
Me
ta
ls
an
d
Nu
tr
ie
nt
s
in
Wa
te
r
St
ud
y
No.
22
- M
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or
Ion
s
and
Nu
tr
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nt
s
in
Wa
te
r
St
ud
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No
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23
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Tr
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e
Me
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in
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r
St
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No
.
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Wa
te
r
1979 Studies
St
ud
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No
.
26
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ni
c
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d
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in
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te
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No
.
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tr
ie
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s
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d
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en
ts
in
Wa
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.
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l
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r
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.
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Tr
ac
e
Me
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.
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—
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Se
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St
ud
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No
.
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Me
ta
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Fi
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-
(i
n
pr
ep
ar
at
io
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CO
NT
RO
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FA
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SE
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eu
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a
to
ur
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th
e
qu
al
it
y
co
nt
ro
l
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bo
ra
to
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a
br
ie
f
sl
id
e
sh
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of
th
e
la
bo
ra
to
ri
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in
th
e
Sp
ec
ia
l
Se
rv
ic
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Se
ct
io
n
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wa
s
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en
te
d.
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cl
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ed
wa
s
a
de
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ri
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io
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th
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oc
k
of
re
fe
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e
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te
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d
th
e
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e
de
ve
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en
t
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se
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me
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re
fe
re
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e
ma
te
ri
al
s
(f
or
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ga
ni
c
an
d
in
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ga
ni
c
co
ns
ti
tu
en
ts
).
Al
th
ou
gh
th
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wa
te
r
an
d
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me
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s
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en
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d
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se
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e
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e
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en
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te
r
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al
it
y
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an
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e
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ti
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te
rl
ab
or
at
or
y
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al
it
y
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nt
ro
l
Pr
og
ra
m,
th
er
e
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s
be
en
a
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tu
ra
l
sp
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f
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t
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se
rv
e
so
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al
it
y
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ra
nc
e
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mp
on
en
ts
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th
e
Gr
ea
t
La
ke
s
In
te
rn
at
io
na
l
Su
rv
ei
ll
an
ce
Pr
og
ra
m.
De
si
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te
rl
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or
at
or
y
St
ud
ie
s
Di
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s
pr
es
en
te
d
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th
e
ne
ed
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e
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p
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tr
od
uc
e
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mp
le
x
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te
st
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ri
si
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d
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l
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d
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on
re
al
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le
s
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 which
in
turn
relates
to
comparability
of
the
real
data
generated
in
the
routine
surveillance
programs.
Problems
seen
with
real
samples
in
inter-
laboratory
studies
quite
often
cannot
be
identified
by
simple
ampul
concen-
trates.
The
use
of
several
samples
in
a
study
has
the
added
benefit
that
when
bias
in the measurement process
is present,
that bias becomes more rigourously
defined.
A
single
result
that
is
deviant
is
a
suspicious
result
but
when
10
or
14
results
from
one
laboratory
are
deviant
it
becomes
a discussion
item
that warrents review by both laboratory analyst and local management.
"W" and "T" Codes (and Negative Concentrations)
This
area
was
reviewed
and
analysts
were
complimented
for
their
application of such coding in interlaboratory studies.
Although some subtle
differences in opinions were expressed on when data should be flagged "W", it
appeared most analysts were applying the codes constructively to prevent the
ambiguity of reporting data as simply "less than.“
Subsequent group discussion on W and T codes, as well. as a followup
discussion in the trace metals "task group“ session brought up the intriguing
and almost necessary requirement that analysts in the future should be
requested to consider reporting these negative concentrations when providing
results at very low level concentrations. Although received with some
reservations by analysts when reporting single results, the use of negative
concentrations have significant impact on the appraisal of large data sets.
INTERLABORATORY TEST EVALUATION PROCEDURE
The sample results received from the laboratories are placed in tabular
form by lab and sample number. The overall results of each laboratory are
evaluated for bias and individual errant sample results are identified.
A set of a laboratory's results is said to be biased when the set exhibits
a tendency to be either higher or lower than some standard - the standard
which has been used in the analysis of work group studies thus far has been
the performance of all other participating laboratories. The ranking
procedure employed in testing for bias is described in W. J. Youden's paper,
"Ranking Laboratories by Round-Robin Tests“ from Precision Measurement and
Calibration, H. H. Ku, Editor, NBS Special Publication 300-Volume 1, U737
u‘vernment Printing Office, Washington, D.C., 1969. In this paper, Youden
establishes the rationale for evaluating laboratories' performance by ranking
results. In the Work Group's use of the procedure there is about 1 change in
20 of deeming a set of results biased when in fact it is not, that is, a =
0.05.
To determine if a laboratory is using a method of sufficient sensitivity
or applying a method appropriately, the Work Group has requested that results
which a laboratory might report in an ambiguous way, such as less than values,
be replaced by two codes, W and I. The W code is used with a result when no
measurement was possible due to no response of the instrument to the sample.
The W is preceded by the smallest determinative division that can be used in
the units used in reporting. The T code is used for results with values
between Criterion of Detection and the W value. The Criterion of Detection is
commonly thought of by many as the limit of detection.
-15-
 Errant
results
are
values
of
unacceptable
deviation
from
the
median
value
obtained
on the
sample from
all
results.
The
median
values
were
selected
as
the target values because the true values of the samples were not verified by
a panel
of reference methods known
to be bias free.
An
errant result
is
flagged as either high (#) or low (b).
A sample result is not flagged when it
falls
within
an
acceptable
deviation
range.
This
allowable
range
is
determined from the values chosen for the basic acceptable error (BAE) and the
 
concentration error increment (CEI).
These values (BAE and CEI) are derived
primarily from the results
received for the range of samples analyzed,
augmented by the w0rk
group's judgement of reasonable performance.
The
underlying concept is that if several laboratories are found to perform
adequately with the values chosen, then all laboratories participating should
be capable of that level of performance. In a sense, the values represent the
present state of the art for analysis of this kind of round robin samples.
Since for almost all substances it appears that the variability of results
increases with increases in concentration an allowance is made for the
increased variability for those samples whose target values are above the
lower limit for use of basic acceptable error. The allowance is added to the
basic acceptable error, and it is calculated by multiplying the concentration
error increment by the difference between the target value and the lower limit
for use of basic acceptable error.
 
For example: The lower limit for use of basic acceptable error for a
measured constituent is 15 mg/L, the basic acceptable error is 1.5 mg/L, and
the concentration error increment is 0.05 mg/L. The target value for the
sample was determined to be 33.0 mg/L. The difference between the target
value and the lower limit for use of basic acceptable error is 33 - 15 = 18
mg/L. Multiplying this difference (18 mg/L) by the concentration error
increment (0.05) equals 0.9 mg/L. This allowance is added to the basic
acceptable error of 1.5 mg/L to determine the acceptable difference of 2.4
mg/L for the sample. Therefore, any reported result within the range 33 :_2.4
or 30.6 to 35.4 mg/L would be considered acceptable and not flagged.
A result is flagged high # when its value is greater than the target value
plus the acceptable difference but not greater than the target plus 1.5 times;
a result greater than 1.5 times the acceptable difference is flagged with ##.
Similarly, a result less than the target minus the acceptable difference but
not less than the target minus 1.5 times the acceptable difference is flagged
b; a lower result is flagged bb.
The absolute values of the maximum difference between a result and the
target value which will not be flagged is the Acceptable Difference or
Acceptable Deviation.
Laboratory results are judged satisfactory when they are quite acceptable,
"good results." Results are judged erratic when the laboratory set displays
both high and lg flags. An out o_f control designation is given when a
laboratory demonstrates the ability to perform adequately and produces an
extreme result or results. For example, consider the set of results by
laboratory #3 on total phosphorus in Study #24.
-15-
 
  
Sample No. Reported Value Median Difference
l 9 9.5 —.5
2 5 4.5 .5
3 2T 3 -1
4 8 8 0
5 2T 2.5 -.5
6 9 8 1
7 28 28 0
8 18 17 1
9 23 23.7 -.7
10 16 15 1
11 35 35.8 -.8
12 75 78.7 -3.8
l3 58 59 —1
14 110 90 20
Given the excellent results obtained on samples 1 through 13, the result
on sample 14 indicates that the analytical system was out of control.
Upon completion of the study, each laboratory receives from the Work Group
general comments on the study, e.g. source of samples, overall performance,
and specific comments germane to the particular laboratory. An evaluation by
laboratory with specificcomments for this study follows:
SUMMARY OVERVIEW OF INTERLABORATORY STUDIES
In
clos
ing
it
was
note
d t
hat
Data
Qual
ity
Work
Grou
p h
ad
evol
ved
rath
er
well in developing its interlaboratory program over the previous two years.
Emphasis was made on the constructive concepts of these studies and it was
reco
mmen
ded
that
such
qual
ity
cont
rol
prog
rams
by
the
prin
cipa
l a
genc
ies
be
maintained. '
Insofar as a negative overview, it was noted that some laboratories do
have
thei
r sh
are
of d
iffi
cult
ies
and
that
alth
ough
some
labo
rato
ries
were
not
able to participate when provided samples, this situation was improving.
Alth
ough
not
nece
ssar
ily
vali
d f
or
all
juri
sdic
tion
s,
it
was
note
d t
hat
rapport between the analyst, the users of data and the program managers could
be improved.
0n
the
posi
tive
fram
e it
is e
ncou
ragi
ng
to r
ecog
nize
that
a nu
mber
of t
he
labo
rato
ries
with
in
the
Surv
eill
ance
Prog
ram
have
cons
iste
ntly
prov
ided
data
in
inte
rlab
orat
ory
stud
ies
that
have
been
unbi
ased
and
freq
uent
ly
unfl
agge
d
for
a m
ajo
rit
y o
f c
ons
tit
ute
nts
.
In
an
equ
all
y p
osi
tiv
e t
one
it
was
not
ed
that
some
labo
rato
ries
have
show
n i
mpro
veme
nts
over
the
ast
two
year
s a
nd
sev
era
l l
abo
rat
ori
es
(ex
cel
len
t a
nd
tho
se
less
well
end
owe
d?
hav
e a
ckn
owl
edg
ed
the
DQN
G e
ffo
rt
as
ben
efi
cia
l.
Als
o n
ote
d w
as
the
exi
ste
nce
of
an
imp
rov
ing
ref
err
al
pro
ces
s
bet
wee
n
the
exc
ell
ent
lab
ora
tor
ies
and
tho
se
per
for
min
g
poorly.
L_______A__~_¥i77 -17-
 
 Although not specifically expressed in the closing comments to the
interlaboratory program it is the Chairman's personal opinion that before a
laboratory produces data to support the Great Lakes International Surveillance
Program, it should be made necessary that it demonstrate that its measurement
process is in control (in-lab) and that the data so produced is suitable for
the needs of the users of data and meets the objectives of the Surveillance
Program and the managers who oversee them. The issue of control in advance
can be initially a hard pill to swallow in the area of "expensive" data such
as for toxic organics but it is felt this strategy is necessary if year to
year or lab to lab bias is to be controlled and the work cost effective.
Interlaboratory studies carried out before and during the field season are
also recommended. Inherent in the above comment is the need for closer
liaison between analysts, the management overseeing the program, and the users
of data (within or between jurisdictions).
o GUIDELINES FOR CONTROL OF ANALYTICAL PROCEDURES
IN AN INIRALABURAIGRY QUALIlY CONTROL PRGGRAM
B J. L. Clark
Internationa cint ommission
Windsor, Ontario
Scone:
 
The following guidelines are applicable to laboratories for all data
provided to the International Great Lakes Surveillance Program.
Assumptions:
1.
The
anal
ytic
al
meth
ods
used
are
appr
opri
ate
for
the
surv
eill
ance
task
s;
they are essentially bias free, are capable of being brought into a state
of statistical control at the precision required, and have adequate
sensitivity to analyze environmental samples at the levels of interest.
2.
Qual
ity
assu
ranc
e
proc
edur
es
for
fiel
d
oper
atio
ns
such
as
samp
le
coll
ecti
on,
cont
aine
r s
elec
tion
, p
rese
rvat
ion,
tran
spor
tati
on
and
stor
age
have
been
sati
sfac
tori
ly
impl
emen
ted
and
are
ther
efor
e n
ot
addr
esse
d
here
in.
Howe
ver,
for
ship
labo
rato
ries
and
othe
r f
ield
labo
rato
ries
, i
t
is u
nder
stoo
d th
at
intr
alab
orat
ory
qual
ity
cont
rol
may
incl
ude
anal
ysis
of
field blanks and field duplicates.
3.
The
lab
ora
tor
y
has
des
ign
ate
d
the
per
son
or
per
son
s
res
pon
sib
le
for
qual
ity
cont
rol
toge
ther
with
deve
lopm
ent
of
an a
dequ
ate
repo
rtin
g s
yste
m
such
that
the
labo
rato
ry d
irec
tor
and
any
othe
r s
enio
r ma
nage
rs
are
kept
apprised of the laboratory‘s performance and can substantiate it.
General Considerations:
Any
ana
lyt
ica
l
pro
ced
ure
tha
t
is
in
a s
tat
e o
f s
tat
ist
ica
l c
ont
rol
will
have
an
inhe
rent
vari
abil
ity
as
one
"of
‘its
char
acte
rist
ics.
For
a g
iven
pro
ced
ure
thi
s v
ari
abi
lit
y i
s i
rre
duc
ibl
e,
tha
t i
s,
the
re
is
no
ide
nti
fia
ble
factor which contributes to procedure variation (no assignable cause).
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The measure of procedure variability which we will use is the estimate of
the population standard deviation. The specific population of interest is the
population of between run analyses; between run analyses are chosen rather
than within run analyses because we are interested in monitoring performance
across runs. However, with highly labile constituents it may be necessary to
use an estimate of the standard deviation of the population of within run
analyses.
To obtain a reliable initial estimate of the population standard deviation
40 to 50 data are needed. They may be either duplicates analysed in separate
runs or analyses of a stable standard in separate runs; examples of both will
be given. Highly labile constituents may, however, require an estimate based
on duplicates analysed in the same run.
Once the estimate is obtained, control limits can be set for the
analytical procedure which, if exceeded, indicate that the procedure is
prob
ably
out
of
cont
rol.
The
cont
rol
limi
ts
are
comm
only
set
at 3
stan
dard
devi
atio
ns
(3o
limi
ts).
Thes
e l
imit
s i
mply
an
a =
0.00
27
or
abou
t 3
chances in 1000 of judging an in control procedure to be out of control.
Cont
rol
limi
ts
are
gene
rall
y
inco
rpor
ated
into
cont
rol
char
ts
whic
h
prov
ide
an i
mmed
iate
visu
al
reco
rd o
f pe
rfor
manc
e.
If a
proc
edur
e go
es o
ut o
f
control, the point(s) at which control is lost can be easily identified.
Two
type
s o
f c
ontr
ol
char
ts
can
be
diff
eren
tiat
ed:
thos
e t
hat
moni
tor
acc
ura
cy
and
tho
se
tha
t m
oni
tor
pre
cis
ion
.
An
exa
mpl
e o
f t
he
for
mer
is
a
char
t t
hat
moni
tors
resu
lts
on
a k
nown
, s
tabl
e s
tand
ard;
viol
atio
n o
f a
cont
“0l
limi
t i
ndic
ates
that
the
anal
ytic
al
proc
edur
e i
s n
ot
prod
ucin
g
accu
rate
resu
lts.
The
diff
icul
ty m
ay b
e du
e to
bias
, ma
y be
due
to a
loss
of
pre
cis
ion
,
or
may
ste
m f
rom
a c
omb
ina
tio
n
of
the
two.
An
exa
mpl
e o
f t
he
lat
ter
is
a c
har
t
tha
t m
oni
tor
s
the
ran
ge
of
dup
lic
ate
ana
lys
es
on
a s
amp
le
who
se
val
ue
is
unk
now
n;
vio
lat
ion
of
a c
ont
rol
lim
it
ind
ica
tes
tha
t p
rec
isi
on
has
bee
n
los
t.
How
eve
r,
inf
orm
ati
on
reg
ard
ing
pos
sib
le
bia
s
is
not
pro
vid
ed
eit
her
by
con
tro
l
lim
it
vio
lat
ion
or
the
lac
k t
her
eof
.
Est
ima
tin
g
Ana
lyt
ica
l
Pro
ced
ure
Var
iab
ili
ty:
The
ess
ent
ial
fir
st
ste
p i
n
dev
elo
pin
g a
con
tro
l
sys
tem
for
an
ana
lyt
ica
l
pro
ced
ure
is
to
acq
uir
e
a s
oun
d
est
ima
te
of
pro
ced
ure
var
iab
ili
ty
whe
n
the
pro
ced
ure
is
in
a
sta
te
of
sta
tis
tic
al
con
tro
l.
Onc
e
the
est
ima
te
has
bee
n
0 t
ain
e
, i
t
can
be
use
d
to
set
con
tro
l
lim
its
for
the
mon
ito
rin
g
of
bot
h
accuracy and precision.
Example 1 - Using Duplicates
Con
sid
er
the
fol
low
ing
50
pai
rs
of
res
ult
s,
in
ug/
L,
on
dup
lic
ate
s
whi
ch
were analysed in different runs.
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 lst Result 2nd Result Range lst Result 2nd Result Range
50
46
4
39
42
3
37 36 1 25 25 1
22 19 3 20 18 2
17
20
3
12
10
2
32 34 2 28 32 4
46
46
0
35
40
5
26
28
2
22
22
0
26
30
4
26
25
1
61
58
3
41
40
1
44
45
1
20
21
1
40
44
4
22
40
18
36
35
1
37
35
2
29
31
2
29
26
3
26
38
12
34
35
1
36
36
0
17
19
2
47
45
2
43
44
1
16
20
4
56
53
3
18
21
3
30
32
2
26
22
4
20
21
1
35
36
1
36
32
4
26
25
1
43
39
4
49
51
2
22
21
1
33
32
1
35
36
1
40
38
2
53
50
3
16
13
3
47
47
0
Two
of
the
ran
ges
obt
ain
ed,
12
and
18,
str
ong
ly
sug
ges
t
tha
t
the
ana
lyt
ica
l
sys
tem
was
out
of
con
tro
l;
the
se
two
val
ues
are
dis
car
ded
.
The
rem
ain
ing
48
ran
ges
are
sum
med
and
the
ave
rag
e r
ang
e,
R,
fou
nd.
. + 3 + 0 = 101
An
est
ima
te
of
the
sta
nda
rd
dev
iat
ion
,
5,
is
obt
ain
ed
fro
m
the
ave
rag
e
ran
ge
of
dup
lic
ate
ana
lys
es
by
div
idi
ng
by
1.1
28,
the
pro
per
fac
tor
for
acq
uir
ing
a s
tan
dar
d d
evi
ati
on
est
ima
te
fro
m r
ang
es
der
ive
d f
rom
dup
lic
ate
s.
s = 2-104 = 1.865 ug/L
1.128
Example 2 - Using a Stable Standard
Consider the following 50 results,
stable standard in separate runs.
in
pg
/L
,
ob
ta
in
ed
by
an
al
ys
in
g
a
 
 
  
35.1
31.8
36.4
33.8
33.0
34.2
33.2
35.0
32.1
34.3
37.2
33.7
33.
7
31.
4
24.
7
32.
9
34.
3
33.
9
35.
9
35.
6
38.
2
34.
2
32.
7
35.
6
33.
5
30.
2
33.
1
35.
6
34.
1
40.
1
34.
5
32.
7
34.
9
31.
5
35.
8
34.
6
34.
4
31.
1
36.
2
36.
4
33.
9
33.
8
49.
6
34.
8
34.
0
32.
6
35.
5
33.
0
34.3 35.3
Mean of all values = 34.368
Mea
n
of
48
val
ues
(om
itt
ing
24.
7
and
49.
6),
Y
= 3
4.2
520
83
Th
e
two
va
lu
es
24
.7
and
49
.6
cl
ea
rl
y
in
di
ca
te
th
at
th
e
pr
oc
ed
ur
e
was
out
of
co
nt
ro
l;
th
ey
ar
e
di
sc
ar
de
d.
Th
e
va
lu
e
40
.1
is
ma
rg
in
al
an
d
re
pr
es
en
ts
a
mo
re
di
ff
ic
ul
t
de
ci
si
on
;
in
th
is
ex
am
pl
e
it
is
le
ft
in,
pr
ov
is
io
na
ll
y.
Th
e
es
ti
ma
te
of
th
e
st
an
da
rd
de
vi
at
io
n,
5,
is
ob
ta
in
ed
in
th
e
usu
al
way
.
S2 = zxi - N72
 
N—l
$2 = 55,470 35 - 48 (34.252083)2
47
$2 = 3.32978
5
=
1.
82
5
ug
/L
(p
ro
vi
si
on
al
va
lu
e,
se
e
Ex
am
pl
e
7
be
lo
w)
If
th
e
tw
o
om
it
te
d
va
lu
es
ha
d
be
en
in
cl
ud
ed
in
th
e
ca
lc
ul
at
io
n,
th
e
es
ti
ma
te
d
st
an
da
rd
de
vi
at
io
n
wo
ul
d
ha
ve
be
en
a
ba
dl
y
in
fl
at
ed
3.
13
8
ug
/L
.
It
sh
ou
ld
be
no
te
d
th
at
s
is
ex
pr
es
se
d
in
ab
so
lu
te
ra
th
er
th
an
re
la
ti
ve
te
rm
s.
If
va
ri
ab
il
it
y
we
re
pr
op
or
ti
on
al
to
co
nc
en
tr
at
io
n,
th
en
th
e
re
la
ti
ve
:t
an
da
rd
de
vi
at
io
n
(c
oe
ff
ic
ie
nt
of
va
ri
at
io
n)
wo
ul
d
be
ap
pr
op
ri
at
e,
bu
t
we
ar
e
no
t
aw
ar
e
of
an
y
an
al
yt
ic
al
pr
oc
ed
ur
es
so
ch
ar
ac
te
ri
ze
d.
It
ap
pe
ar
s
th
at
fo
r
an
y
gi
ve
n
pr
ac
ti
ca
l
wo
rk
in
g
ra
ng
e
va
ri
ab
il
it
y
in
ay
be
tr
ea
te
d
as
a
co
ns
ta
nt
wi
th
mi
ni
ma
l
il
l
ef
fe
ct
s.
Ho
we
ve
r,
if
ve
ry
di
ff
er
en
t
ra
ng
es
ar
e
em
pl
oy
ed
to
de
te
rm
in
e
th
e
sa
me
co
ns
ti
tu
en
t
an
es
ti
ma
te
of
th
e
st
an
da
rd
de
vi
at
io
n
wi
ll
be
re
qu
ir
ed
fo
r
ea
ch
ra
ng
e.
On
e
wo
ul
d
no
t
ex
pe
ct
th
e
va
ri
ab
il
it
y
wh
ic
h
ch
ar
ac
te
ri
ze
s
an
al
ys
es
in
th
e
ra
ng
e
0—
10
0
ug
to
al
so
pe
rt
ai
n
to
an
al
ys
es
in
the range 0—10 mg.
As
ad
di
ti
on
al
da
ta
ar
e
ob
ta
in
ed
in
it
ia
l
es
ti
ma
te
s
of
va
ri
ab
il
it
y
ca
n
be
pu
t
on
a
so
un
de
r
fo
ot
in
g
by
po
ol
in
g
wi
th
es
ti
ma
te
s
fr
om
th
e
ne
w
in
fo
rm
at
io
n,
as
su
mi
ng
th
at
no
su
bs
ta
nt
ia
l
ch
an
ge
is
ap
pa
re
nt
.
If
a
pr
oc
ed
ur
e'
s
va
ri
ab
il
it
y
ap
pe
ar
s
to
ch
an
ge
si
gn
if
ic
an
tl
y,
th
e
pr
oc
ed
ur
e
sh
ou
ld
be
ca
re
fu
ll
y
re
vi
ew
ed
to
ascertain the cause.
Th
e
fo
ll
ow
in
g
me
th
od
ma
y
be
us
ed
to
te
st
fo
r
ch
an
ge
in
pr
oc
ed
ur
e
va
ri
ab
il
it
y.
-21-
 
 Example 3 - Testing for Change in Variability
Suppose
an initial
estimate
of
an
analytical
procedure's
standard
deviation is obtained, 5, = 1.796 ug/L, based on a data set of 61
items
and therefore having
associated with the estimate 60 degrees of
freedom. A new estimate, sz = 2.145 ug/L, is then obtained based on
41 additional measurements, and thus having 40 degrees of freedom.
The ratio of the two estimates of the variance is found,
s,2 1.796z 3.225616
 
2 - 2 - = 0.701
s2 2.145 4.601025
and the ratio compared to apprOpriate values of the F distribution.
Testing at an a-level = 0.05, the appropriate upper value is simply the
tabulated value for the upper 2.5% point of the F distribution with 60 and 40
degrees of freedom; this tabulated value is 1.80. Obtaining the appropriate
lower value requires a little arithmetic. The tabulated value for the upper
2f§i—point of the F distribution with 40 and 60 degrees of freedom (note the
reversal) is found and its reciprocal taken, 1/1.74 = 0.575, to give the
acquired value.
Since the ratio of the two estimates of the analytical procedure variance,
0.701, lies between the values 0.575 and 1.80, we would got conclude that the
variability of the procedure had changed.
This test differs from the usual F test in that it is two-tailed, there
being no a priori reason for assuming that one variance estimate would be
greater than the other.
When it appears that the variability of an analytical procedure has not
changed, a pooled estimate of variability may be obtained as follows:
Example 4 - Pooling Estimates of Variability
The pooling method consists of weighing the two variance estimates by the
size of the respective data sets from which they were obtained, summing the
weighed variance estimates, and dividing the sum by the sum of the degrees of
freedom associated with the two estimates. The quotient which results is the
pooled variance estimate, 52, from which the new, pooled estimate of the
standard deviation, 5, is obtained.
Using the data of Example 3 we have
2 61(1.796)2 + 41(2.145)2
S = 60 + 40
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 a
2 196.7626 + 188.6420
s—W
$2 = 3.854
s = 1.963 ug/L
When
a pooled
estimate
of
the
procedure
standard
deviation
is
obtained,
new control
limits should be calculated using the revised estimate.
Setting Control Limits:
There
are
two
goals
in setting
control
limits.
They should be
close
enough
to
signal
when
there
is
trouble
with
a
system,
and
they
should
be
distant enough to discourage tinkering with a system that is operating within
its
capabilities.
Since
these
two
goals
are
antithetical,
a compromise
is
necessary.
The compromise which has been found satisfactory in a great many
applications is the use of 30 control limits, and they are illustrated here.
Example 5 - Use of a Known
A known sample whose concentration
is 32.7 ug/L
is analysed by a
procedure whose estimated standard deviation is 2.131 ug/L. The control
. limits are 32.7 i 3 x 2.131 or 26.31 and 39.09. Assuming that results can
be read to tenths of a microgram, a result 226.3 and $39.1 is judged
acceptable.
Example 6 - Use of an Unknown Duplicate
An unknown duplicate sample is analysed in separate runs by a procedure
whose estimated standard deviation is 1.537 ug/L. The control limit for the
range of the two analyses is 1.537 x 3.686 or 5.67; 3.686 is the proper factor
for duplicate ranges. Assuming that results can be read to tenths of a
microgram, a pair of results whose range is $5.7 is judged acceptable.
Example 7 - Correcting an Initial Estimated Standard Deviation
In Example 2 the value 40.1 ug/L was provisionally allowed to remain in
the data set for which an estimated standard deviation of 1.825 ug/L was
obtained. We now determine whether the 40.1 should remain in the data set.
From the results of Example 2 we can calculate the 30 control limits
34.252 i 3 x 1.825 or 28.8 and 39.7.
./ Since 40.1 is larger than the upper control limit 39.7, there is
sufficient evidence to discard this value also.
The estimate of the standard deviation is now recalculated from the 47
item data set to give 5 = 1.626 ug/L. The new sample mean is 34.128,
resulting in new control limits of 29.3 and 39.0 which encompass the 47 values
remaining in the data set.
 
Example 8 — A Special Case, Use of Recovery Data
The
use
of
reco
very
data
for
cont
rol
purp
oses
pres
ents
some
spec
ial
pro
ble
ms
whi
ch
are
dea
lt
wit
h i
n t
his
exa
mpl
e.
We
beg
in
wit
h e
sti
mat
ion
of
the
var
iab
ili
ty
ass
oci
ate
d w
ith
the
det
erm
ina
tio
n o
f r
eco
ver
ies
.
Con
sid
er
the
fol
low
ing
dat
a s
et,
val
ues
in
mg/
L:
1_.
2_.
.3.-
4_.
L
6.
Deviation _—
Sp
ik
ed
Un
sp
ik
ed
Ap
pa
re
nt
Tr
ue
Fr
om
Rec
ove
ry
Res
ult
Rec
ove
ry
Spi
ke
Exp
ect
ed
% R
eco
ver
y
1.9
1
0.6
8
1.2
3
1.3
0
—0.
07
94.
615
1.
78
0.
57
1.
21
1.
30
-0
.0
9
93
.0
77
1.
53
0.
23
1.
30
1.
30
0
l00
1.
74
0.
15
1.
59
1.
30
0.
29
12
2.
30
8
2.1
0
0.5
3
1.5
7
1.3
0
0.2
7
120
.76
9
1.
82
0.
61
1.
21
1.
30
-0
.0
9
93
.0
77
2.
07
0.
54
1.
53
1.
30
0.
23
11
7.
69
2
1.
39
0.
14
1.
25
1.
30
—0
.0
5
96
.1
54
1.
16
0.
20
0.
96
1.
30
-0
.3
4
73
.8
46
1.
55
0.
19
1.
36
1.
30
0.
06
10
4.
61
5
2.
02
0.
41
1.6
1
1.
30
0.
31
12
3.
84
6
1.
58
0.
36
1.
22
1.
30
-0
.0
8
93
.8
46
13
.0
1
11
.9
7
1.
04
1.
30
-0
.2
6
80
1.
46
0.
17
1.
29
1.
30
-0
.0
1
99
.2
31
1.
63
0.
31
1.
32
1.
30
0.
02
10
1.
53
8
11
.9
5
10
.9
8
0.
97
1.
30
-0
.3
3
74
.6
15
1.
68
0.
27
1.
41
1.
30
0.
11
l0
8.
46
2
1.
83
0.
47
1.
36
1.
30
0.
06
10
4.
61
5
1.
62
0.
43
1.
19
1.
30
-0
.1
1
91
.5
38
5.
04
3.
96
1.
08
1.
30
-0
22
83
07
7
2.
53
1.
22
1.
31
1.
30
0
01
10
0
76
9
2.
69
1.
09
1.
60
1.
30
0
3
12
3
07
7
1.
50
0.
25
1.
25
1.
30
-0
05
96
15
4
2.
73
0.
24
.
2.
49
1.
30
1
19
19
1
53
8
2.
86
0.
23
2.
63
1.
30
1
33
20
2
30
8
1.
77
0.
51
1.
26
1.
30
-0
.0
4
96
92
3
1.
88
0.
55
1.
33
1.
30
0
03
10
2
30
8
0.
90
0.
57
0.
33
1.
30
—0
.9
7
25
38
5
2.
22
0.
95
1.
27
1.
30
-0
.0
3
97
69
2
1.
99
0.
85
1.
14
1.
30
-0
.1
6
87
69
2
1.
54
0.
26
1.
28
1.
30
-0
.0
2
98
46
2
1.
47
0.
15
1.
32
1.
30
0.
02
10
1
53
8
1.
43
0.
09
1.
34
1.
30
0.
04
10
3
07
7
1.
65
0.
35
1.
30
1.
30
0
10
0
1.
91
0.
68
1.
23
1.
30
-0
.0
7
94
61
5
2.
06
0.
93
1.
13
1.
30
-0
17
86
92
3
5.
24
4.
02
1.
22
1.
30
-0
08
93
84
6
1.
58
0.
27
1.
31
1.
30
0
01
10
0
76
9
1.
63
0.
28
1.
35
1.
30
0
05
10
3
84
6
1.
52
0.
23
1.
29
1.
30
-0
01
99
23
1
1.
70
0.
35
1.
35
1.
30
0
05
10
3
84
6
1.
77
0.
31
.1
.4
6
1.
30
0.
16
11
2.
30
8
1.
93
0.
49
1.
44
1.
30
0.
14
11
0.
76
9
2.
30
1.
13
1.
17
1.
30
-0
.1
3
90
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 In column 5 there are 3 deviations from expected recoveries which appear
extreme: 1.19, 1.33 and -0.97; these results are discarded. From the
remaining 41 results in the 5th column of the data set an estimate of the
standard deviation §ﬁ_ the spiking recovery procedure is calculated in the
usual way and found to be s = 0.1532 mg/L. (Since the deviations from
expected results represent the difference between two analytical
determinations, we would expect the standard deviation of the spiking recovery
procedure to be/greater than the standard deviation of a single determination
by a factor of 2.)
The mean of the deviations from the expected results is -0.0061 mg/L.
Since the absolute value of this mean is less than the standard error of the
mean
of t
he
spik
ing
reco
very
proc
edur
e,
sm
(= 0
.153
2/JE
T =
0.02
4 mg
/L),
the spiking recovery procedure appears to be unbiased with complete recovery a
reasonable expectation. Control limits may therefore be set around the
expectation of complete recovery with allowable deviations of 0 i 3 x 0.1532
or —0.46 mg/L and 0.46 mg/L. The remaining 41 members of the data set are all
within these limits.
Had the spiking recovery procedure demonstrated a bias, the control limits
would have been calculated from the estimate of the bias.
In this example the data in column 6 may be used to obtain equivalent
cont
rol
limi
ts
in
term
s o
f p
erce
nt
reco
very
.
With
the
omis
sion
of
the
3
ques
tion
able
resu
lts,
the
esti
mate
of
the
stan
dard
devi
atio
n o
f t
he
spik
ing
reco
very
proc
edur
e i
s 11
.782
% o
n a
spik
e of
1.3
mg/L
; 1
1.78
2% o
f 1
.3 m
g/L
is
0.1
532
mg/
L,
whi
ch
is
the
sam
e e
sti
mat
e a
s o
bta
ine
d f
rom
col
umn
5.
How
eve
r,
the
equi
vale
ncy
hold
s
beca
use
iden
tica
l
spik
es
were
empl
oyed
in
all
rec
ove
rie
s.
If
var
iab
le
spi
kes
are
use
d,
the
n
the
est
ima
te
of
the
sta
nda
rd
dev
iat
ion
and
the
ens
uin
g c
ont
rol
lim
its
mus
t b
e m
ade
in
abs
olu
te
uni
ts
suc
h
as mg/L and not in percent recovery.
Frequency of Control Sample Use:
 
The
fol
low
ing
min
imu
m f
req
uen
cie
s a
re
rec
omm
end
ed
for
the
use
of
con
tro
l
samples:
To
mon
ito
r a
ccu
rac
y,
1 q
ual
ity
con
tro
l
sam
ple
of
kno
wn
val
ue
sho
uld
be
inc
lud
ed
wit
h
eve
ry
15
ana
lys
es
or
wit
h
eac
h b
atc
h,
whi
che
ver
res
ult
s
in
the greater frequency.
To
mon
ito
r p
rec
isi
on,
1 q
ual
ity
con
tro
l
sam
ple
sho
uld
be
inc
lud
ed
wit
h
eve
ry
15
ana
lys
es
or
wit
h
eac
h
bat
ch,
whi
che
ver
res
ult
s
in
the
gre
ate
r
fre
que
ncy
.
If
dup
lic
ate
s
are
use
d
to
mon
ito
r
pre
cis
ion
,
the
y s
hou
ld
be
ana
lys
ed
in
dif
fer
ent
run
s w
hen
a b
etw
een
run
mea
sur
e o
f v
ari
abi
lit
y i
s
employed in setting control limits.
Concluding Remarks:
The
con
tro
l c
har
ts
whi
ch
emp
loy
con
tro
l
lim
its
as
ill
ust
rat
ed
abo
ve
are
exa
mpl
es
of
She
wha
rt
con
tro
l c
har
ts.
The
ref
ere
nce
use
d i
n p
rep
ari
ng
the
se
guidelines is:
AST
M M
anu
al
on
Pre
sen
tat
ion
of
Dat
a a
nd
Con
tro
l
Cha
rt
Ana
lys
is
AS
TM
Sp
ec
ia
l
Te
ch
ni
ca
l
Pu
bl
ic
at
io
n
15
0,
19
76
 
 The factors 1.128 and 3.686 used in examples 1 and 6, respectively, were taken
from this manual.
Recognition that problems exist is, of course, but the essential first
step toward their solution; one authority on quality control has suggested
that it represents only 10% of the effort which will be required. For the
intermittent problems which often occur in analytical chemistry, the
identification of causes will typically be arduous. For such recurrent
problems, careful record keeping will be required to determine whether rates
of occurrence have in fact diminished when putative causes are addressed.
0 TASK GROUP ON MAJOR IONS, NUTRIENTS & PHYSICAL MEASUREMENTS IN WATER
Chairman: C. Ross
Delivered Report By Secretary: J. Peck
Twenty-six people participated in the Major Ions, Nutrients and Physical
Measurements in Water task group meeting. No papers were presented for
distribution.
- Round Robin Design Problems
Design problems with past interlaboratory studies conducted by the Data
Quality Work Group were identified: some samples have been much too high for
normal operating conditions thereby causing large dilutions to be performed
while other samples were frequently lower than present laboratory capabilities
necessitating non-positive results and many N and T codes due to the variety
of laboratories which participate. The variety of such laboratories spans
open water, nearshore, tributary, and point source discharge analyses.
The Data Quality Work Group has tried to supply a variety of samples and
constituent levels in each study to meet the needs of the laboratories.
Because of this the above described problems are noted.
- Study #27 - Associated Problems
Study #27, Major Ions and Nutrients in Water, was discussed. Thesamples
consisted of rain water, open lake water, harbor, tributary, reference, and
standard sources; lead to the following expressed conclusion: the attempt to
have some samples for every type of laboratory resulted in inappropriate
samples for all. However, it was suggested that this problem could be solved
by identifying sample (type) source with a preliminary information package so
that a laboratory might analyze its normal type sample and code other samples
as inappropriate.
Laboratories may have more than one analytical method depending on sample
source and therefore apply a different instrument manifold, glassware, or
apparatus. Some laboratories need versatile methods because of the range of
programs they are responsible for supporting, and IJC participation may be as
low as 1% of their total laboratory workload.
- Phosphorus
The relative merits of using ascorbic acid versus stannous chloride were
disc
usse
d.
The
asco
rbic
acid
redu
ctio
n p
roce
dure
is
the
U.S.
EPA
appr
oved
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 procedure. Deterioration of reducing reagents, particularly stannous
chloride, was pointed out. Stannous chloride reagent provides a 5 to 10-fold
incregsed/fenSitivity for the measurement of phosphorus, about 0.2 ug/L vs.
or ug .
Some chemists stated that their laboratories performing the analyses were
unaware of the purpose of various programs including IJC surveillance work and
therefore:
0
the
re
is
a
nee
d
for
bet
ter
pro
gra
m
pla
nni
ng
by
com
mun
ica
tio
n
including a description of needed method sensitivity, accuracy,
precision, and so on;
0
nee
ds
sho
uld
be
eva
lua
ted
bef
ore
man
y r
eso
urc
es
are
spe
nt
rat
her
tha
n
collecting reams of worthless data; and
o
usef
ulne
ss
of
data
must
be e
stab
lish
ed w
ith
resp
ect
to p
rogr
am n
eeds
and laboratory capability.
It
was
fel
t t
hat
if
pos
sib
le
pro
gra
m p
lan
ner
s s
hou
ld
ide
nti
fy
nee
d b
efo
re
a
pro
jec
t
is
ini
tia
ted
so
tha
t
adj
ust
men
ts
cou
ld
be
mad
e.
Als
o,
som
e
con
sti
tue
nt
lev
els
,
par
tic
ula
rly
in
Lak
e
Sup
eri
or,
are
so
low
tha
t
the
y
are
nearly impossible to measure by present technology.
Sev
era
l
att
end
ees
exp
res
sed
con
cer
n
ove
r
the
Dat
a
Qua
lit
y
Wor
k
Gro
up'
s
int
ent
ion
to
rep
ort
per
for
man
ce
by
lab
ora
tor
y
to
the
Cha
irm
an
of
the
Surveillance Subcommittee.
 
Man
y
vie
wed
par
tic
ipa
tio
n
in
Dat
a Q
ual
ity
Wor
k
Gro
up
rou
nd
rob
in
stu
die
s
pri
mar
ily
as
an
edu
cat
ion
pro
ces
s f
or
its
own
val
ue
in
tha
t t
hey
:
0
exp
lai
n
the
nee
d
of
sur
vei
lla
nce
to
kno
w
whi
ch
lab
ora
tor
ies
are
pr
ob
ab
ly
su
pp
ly
in
g
da
ta
wh
ic
h
wo
ul
d
be
co
mp
at
ib
le
and
fr
om
wh
ic
h
ac
cu
ra
te
lo
ad
in
g
and
tr
en
d
an
al
ys
is
co
ul
d
be
ev
al
ua
te
d;
0
may
ass
ist
poo
r
per
for
min
g
lab
ora
tor
ies
in
ide
nti
fyi
ng
the
cau
se
of
poor performance; and
0
id
en
ti
fy
if
ad
di
ti
on
al
la
bo
ra
to
ry
pe
rs
on
ne
l,
eq
ui
pm
en
t
or
be
tt
er
methods are needed.
-
La
bo
ra
to
ry
to
Sa
mp
le
or
Sa
mp
le
to
La
bo
ra
to
ry
?
Fo
r
no
n-
co
ns
er
va
ti
ve
co
ns
ti
tu
en
ts
th
e
la
bo
ra
to
ry
sh
ou
ld
be
br
ou
gh
t
to
th
e
sa
mp
le
,
su
ch
as
sh
ip
-b
oa
rd
an
al
ys
es
fo
r
op
en
la
ke
wo
rk
.
Fo
r
to
xi
c
ma
te
ri
al
s
th
e
sa
fe
ty
of
th
e
fi
el
d
pe
rs
on
ne
l
is
pa
ra
mo
un
t
and
th
er
ef
or
e
a
mo
bi
le
la
bo
ra
to
ry
sh
ou
ld
be
us
ed
to
co
nd
uc
t
pr
el
im
in
ar
y
an
al
ys
es
so
th
at
pr
op
er
pr
ec
au
ti
on
s
can
be
tak
en.
-
Co
nt
ra
ct
in
g
Ou
t
La
bo
ra
to
ry
Wo
rk
?
It
ta
ke
s
at
le
as
t
a
ye
ar
to
bu
il
d
up
an
al
yt
ic
al
ex
pe
rt
is
e,
th
en
fr
eq
ue
nt
ly
th
e
co
nt
ra
ct
ex
pi
re
s.
At
te
nd
ee
s
ex
pr
es
se
d
th
er
e
sh
ou
ld
be:
;
o
no
bl
an
ke
t
co
nt
ra
ct
s;
l
o
a
ne
ed
id
en
ti
fi
ca
ti
on
be
fo
re
in
it
ia
ti
on
;
  
o a thorough review of a laboratory's capability, personnel; and
0 an evaluation sample set to identify which laboratories are competent
and might bid.
- Laboratory Automation
Various computer printouts were supplied by Messrs. Philbert (CCIW) and
Ross (U.S. EPA). Automated laboratory analysis was discussed. cc1w and EPA
are using automated systems for data collection, on-line instruments, and data
management. Ontario Ministry of the Environment has a data management system
(Mri Rawlings). Mr. Tupy of Minnesota Department of Health, described their
sys em.
The benefits of automated systems are considered to bei
cost saving;
elimination of errors;
improved quality control; and
more time for the chemist to be a chemist.
0
0
0
0
However, in placing such systems in laboratories, some draw-backs have
been noted; they follow:
0 possible poor acceptance for change; and
o unfamiliar with computers due to lack of exposure.
The draw-backs are being overcome and computer systems for analytical work
are being introduced even at the college level.
- Chlorophyll Analyses
The
meri
ts
of v
ario
us
glas
s a
nd m
embr
ane
filt
ers
were
disc
usse
d.
The
use
of
ace
ton
e v
s.
met
han
ol
for
ext
rac
tio
n,
and
the
gri
ndi
ng
of
sam
ple
vs.
no
grinding vs. ultrasonic destruction were discussed.
DMSO
was
desc
ribe
d as
an e
xcel
lent
solv
ent
beca
use
it p
rovi
des
good
filt
er
diss
olut
ion.
Howe
ver,
spec
ial
hand
ling
is
requ
ired
sinc
e i
t i
s a
bsor
bed
through the skin.
- Round Robin Samples Treated Differently?
It w
as
sugg
este
d th
at r
ound
robi
n sa
mple
s sh
ould
be h
andl
ed
iden
tica
lly
as
for others, resulting in a typical report neither emphasizing or lowering
prio
rity
on w
& T
code
s.
Furt
her,
the
poss
ibil
ity
of
a on
e w
eek
anal
ytic
al
peri
od
for
the
roun
d r
obin
samp
les
to
be
comp
lete
d b
y a
ll
labo
rato
ries
was
agreed to be desirable but not practical.
Seve
ral
chem
ists
sugg
este
d t
hat
a pr
evio
us
noti
fica
tion
of
samp
les
bein
g
sent
woul
d b
e h
elpf
ul
so
that
they
coul
d b
e p
lann
ed
into
the
anal
ytic
al
syst
em.
The
noti
fica
tion
shou
ld
incl
ude
expe
cted
date
of
ship
ment
, t
he
kind
of
pres
erva
tion
used
, a
nd
reco
mmen
d h
oldi
ng
time
s n
ot
to
be
exce
eded
.
The
Task
Grou
p C
hair
man
comm
ente
d th
at
the
samp
les
dist
ribu
ted
for
nutr
ient
s w
ere
gen
era
lly
alr
ead
y 2
yea
rs
old,
unp
res
erv
ed,
and
the
ref
ore
sho
uld
cau
se
lit
tle
conc
ern
for
pres
erva
tion
tech
niqu
es a
nd s
ampl
e co
nsti
tuen
t ch
ange
s ov
er t
ime.
 
 - Measurement of Total Kjeldahl Nitrogen
‘
Various
digestion
techniques
for TKN measurements were
discussed.
Some
analysts use KZSZOB others K250, or K230“, with HgO as catalyst.
Contamin-
ants within reagents were noted, particularly K25209, and contaminated reagents
should be returned to the supplier.
Most agreed that particulate TKN should be measured separately from
dissolved.
Topics brought up but not discussed:
- Sediment analytical reproducibility problems mostly related to
analytical technique. This underlines the need for standard
methodology applicable to sediment analyses.
- Use of ICP for metal analyses and data comparability problems
- Sample volume in IJC Studies insufficient
- Use of ion chromatography
' o TASK GROUP ON METALS IN WATER, SEDIMENT, AND BIOTA
Delivered Report by Chairman: B. Loescher
Secretary: J. Clark
The Task Group Subgroup consisted of approximately 35 participants. Over
the four hour discussion period certain common themes emerged.
 
— Specific analytical problems
- Interlab comparisons
- Low level metals analysis
- Sediment analysis
1. Specific problems were discussed relating to arsenic and selenium
analyses, vanadium by graphite furnace, anomalously high copper values,
etc. There was sufficient expertise within the group to provide plausible
solutions to most difficulties. Exchange of methodologies was often the
most ready solution. Several participants requested the CCIW Analytical
Methods Manual and the new EPA procedures on bottom sediment and elutriate
testing. The EPA procedure can be obtained from:
NTIS, U.S. Department of Commerce
5285 Fort Royal Road
Springfield, VA 22161
Order by asking for
- Chemistry Laboratory Manual for Bottom Sediments and Elutriate Testing
Author: U.S. EPA
#EPA 905-4-79—014, PB—294 596/2 WP. Cost $8.00 (U.S. Funds).
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2. Almost all participants agreed to the usefulness and/or necessity of round
robin studies. There were criticisms of the laboratory ranking scheme in
that laboratories with poor detection limits might not be flagged while '
laboratories with more sensitive methodologies might be. Some
participants related ensuing difficulties with their management as a
result of flags. Keijo Aspila suggested that poor or inadequate
performance might be used as a lever to obtain better equipment. It was
also agreed that an indication of analytical technique to accompany the
data was also necessary and in keeping with the concept of
intercomparisons as an information tool. The enclosure of a vial of
concentrate standard to accompany the regular samples was requested as a
distilled water check.
3. It was agreed that the extremely low levels of metals in most Great Lakes
watersheds presented major analytical and data evaluation problems.
Acid washed glassware, laminar flow hoods, and if possible clean rooms are
nece
ssar
y p
arts
of
any
anal
ytic
al
prep
arat
ion.
Vari
ous
prec
once
ntra
tion
proc
edur
es
(sol
vent
extr
acti
on,
ion
exch
ange
) a
re
bein
g e
valu
ated
as
a
means of achieving adequate sensitivity to measure ambient levels in the
Great Lakes.
Curr
entl
y,
most
data
is
at
or
belo
w d
etec
tion
limi
ts
for
most
elem
ents
whic
h i
s u
nsat
isfa
ctor
y f
or
data
eval
uati
on.
John
Clar
k s
tate
d t
hat
’
repo
rtin
g a
ll
resu
lts,
incl
udin
g n
egat
ive
numb
ers,
woul
d b
e s
uper
ior
to
reporting either "zero" or "less than.“
All
data
belo
w t
he
labo
rato
ry
dete
ctio
n l
imit
woul
d b
e de
sign
ated
with
a
"T"
code
and
nega
tive
resu
lts
woul
d b
e r
epor
ted.
This
woul
d h
opef
ully
eli
min
ate
muc
h o
f t
he
hig
h b
ias
es
cur
ren
tly
enc
oun
ter
ed
in
the
ana
lys
is
of
large data blocks.
Ide
nti
cal
pre
par
ati
on
pro
ced
ure
s f
or
wat
er
sam
ple
s a
re
unl
ike
ly
bec
aus
e o
f
the
nee
d t
o t
ail
or
the
pre
par
ati
on
to
the
ana
lyt
ica
l f
ini
sh.
Dif
fer
ent
lab
ora
tor
ies
use
dif
fer
ent
ana
lyt
ica
l
tec
hni
que
s.
Pre
con
cen
tra
tio
n-f
lam
e
ato
mic
abs
orp
tio
n,
fla
mel
ess
ato
mic
abs
orp
tio
n,
pre
con
cen
tra
tio
n-
indu
ctiv
ely
coup
led
plas
ma
anis
sion
Spec
tros
copy
, a
nd
anod
ic
stri
ppin
g
'
voltammetry being the most common.
4.
Alm
ost
eve
ry
ana
lys
t u
sed
a d
iff
ere
nt
pre
par
ati
ve
tec
hni
que
for
sed
ime
nt
ana
lys
is
and
ack
now
led
ged
tha
t d
iff
ere
nt
res
ult
s a
re
to
be
exp
ect
ed
for
cer
tai
n
ele
men
ts
suc
h
as
alu
min
um
and
tit
ani
um.
The
re
was
con
sen
sus
tha
t
com
mon
pre
ps
tha
t w
oul
d p
rov
ide
con
sis
ten
t i
nte
rla
b d
ata
wer
e r
equ
ire
d a
nd
tha
t
som
e
cli
ent
as
well
as
ana
lys
t
res
pon
sib
ili
ty
was
req
uir
ed.
A
sed
ime
nt
int
erc
omp
ari
son
to
add
res
s t
he
abo
ve
was
des
ign
ed.
The
re
will
be
10
sam
ple
s,
6
dry
and
4.
wet
.
One
wou
ld
be
the
NBS
sta
nda
rd
sed
ime
nt.
The
y w
oul
d c
ont
ain
a r
ang
e o
f
cla
y a
nd
org
ani
c c
ont
ent
s
and
wou
ld
be
'
ana
lyz
ed
by
a S
pec
ifi
ed
lea
chi
ng
tec
hni
que
,
a "
tot
al"
pro
ced
ure
and
the
lab
ora
tor
y's
rou
tin
e m
eth
od.
Var
iou
s a
gen
cie
s a
gre
ed
to
pro
vid
e s
amp
les
.
As
an
ove
rvi
ew
mos
t
par
tic
ipa
nts
fel
t t
hat
the
re
had
not
bee
n e
nou
gh
tim
e
to
ade
qua
tel
y
dis
cus
s
Ine
tho
dol
ogi
es
and
mut
ual
int
ere
st,
but
tha
t
con
tac
ts
made would be helpful for future reference. _
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o TASK GROUP ON ORGANICS IN WATER, SEDIMENT, AND BIOTA
Delivered Report By Chairman: J. Daly
Secretary: R. E. White
There were approximately 50 people attending the Task Group meeting.
Interests varied, with the majority citing the analysis of chlorinated
hydrocarbon pesticides, PCBs, PAHs, and purgeable organics to be the inajor
concern, within general trace organics.
Methodology was initially discussed in general terms. Some inquired about
what approved methods were available. It was pointed out that U.S. EPA has
promulgated methods for water and wastewater. While methods for other
matrices such as fish, wildlife and sediment samples are suggested methods,
gvailable from U.S. EPA, FW&S, and FDA, and from the Canadian Wildlife
erVice.
Further, the U.S. EPA has published within the Federal Register, Dec. 3
and 18, 1979, proposed methods and identifies about 20% of laboratory efforts
to be devoted to quality assurance matters.
Then the discussion turned to recoveries and what is an acceptable
recovery from a data user's point of view. It was mentioned that recoveries
anywhere from 50% for herbicides in water to 95% for pesticides in water are
routinely achieved. For HCB and other similar materials "keepers" have been
used to enhance recovery.
The question of how to handle recoveries was then brought up. It was
pointed out that in the case of organic analysis data are not usually
corr
ecte
d f
or
reco
very
, w
here
as
resu
lts
for
most
inor
gani
c o
r t
race
meta
l
procedures account for recovery losses in the reported value. To complicate
matters further recoveries for water and recoveries in matrices such as fish
and sediment don't usually mean the same thing.
In general it was obvious that there is no consistent policy for handling
recovery in organic analyses. In some cases a recovery figure may be reported
with result, results in some instances may be corrected for losses or no
effort may be made to indicate recovery.
I think you can begin to appreciate some of the problems just associated
:ith chemical recoveries for organic analyses relative to other analytical
procedures.
The session yesterday afternoon closed on that note after some reprints
and papers of interest were distributed to the attendees.
This
morn
ing
we
trie
d t
o g
et
into
some
spec
ific
area
s.
We
star
ted
off
with a discussion of capillary column GC analysis. Several of the attendees
were
work
ing
in t
his
area
whil
e ot
hers
were
in t
he p
roce
ss o
f bu
ying
equi
pmen
t
for
this
type
of
anal
ysis
.
Ther
e wa
s c
onsi
dera
ble
inte
rest
in t
his
area
and
the pros and cons of capillary analysis were extensively discussed.
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For those of you who aren't familiar with capillary GC analysis relative
to packed column GC analysis, the resolution or separation of peaks is much
greater on a capillary column. When you might have 15 or 20 peaks on a packed
column, a capillary column will yield 120 peaks or more. Messrs. Sturino,
Non‘2 0nuska, and Mullin, among others, use capillary column for much of their
wor . .
A concern which was voiced was that the capillary column would decrease
productivity because of the longer elution times. It was pointed out that
this was not always the case and even then the selectivity and increased
sensitivity offset the longer running time. Some have shortened analysis time
through using shorter columns - about 15 meters. However, somereported less
precision using capillary columns.
It was kind of summed up by the comments of one of the attendees that once
you went to a capillary column you would never go back to a packed column.
Fused silica glass capillary columns were highly recommended because of their
flexibility. Also for mass spectrometery work one can go directly into the
ion source.
Then there was a short discussion on toxaphene analysis and some of the
problems associated with the cleanup and quantification of toxaphene. It was
pointed out that the capillary column solved some of the problems of
quantifying toxaphene but for PCBs one finds it a difficult choice to report
individual isomer or total. Finally it was pointed out that toxaphene is
probably going to be more important then the PCB problem since PCB levels are
on the decrease.
There was a fairly lengthy discussion on the relative merits of the
various extraction procedures for water, fish and sediment. The most general
extraction techniques were Soxhlet, blend, shakers, and column elution.
Several methods were discussed and the importance of depicting the relative
recovery for each of the methods stressed.
From these discussions, it became apparent that a standard reference
material for fish tissue and sediment would be extremely useful in comparing
extraction procedures.
The discussion next turned to quality control. Several attendees
described the quality control procedures used in their lab. The use of
reference materials and the analysis of duplicates seemed to be the most
common quality control measures. Spiked recoveries were also used in many
cases for water, fish and sediment. Some of the laboratories used primarily
system quality control activities, e.g. things like linearity check.
Finally we had a brief discussion on the problem, peculiar to mass
spectrometery analysis. There was some interest in what others in the field
were doing particulary regarding the storage of data for unidentified pecks
and the need to circulate information anong analysts on unknown compounds
found.
In closing we discussed ways we could improve future meetings. It was
pointed out that concentrating on specific areas of interest in depth would be
more useful to most people.
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 o CONCLUDING COMMENTS
By K. I. Aspila
The Chairman, in his closing comments, noted that the Data Quality Work
Group had evolved rather well over the previous two years and it is now
constructively providing valuable feedback to the analysts and the present and
future users of data. Regarding the analysts meeting, he noted that it was
indeed a successful exercise for many analysts and that analysts are
recognizing why excellent data are essential for the Surveillance Progrmn and
how they and the Work Group inter—relate to constructively identify and
improve quality in the analytical measurement systems.
The Chairman also reminded analysts that the Work Group would appreciate
receiving from them a copy of a precis of their intralaboratory quality
control measures that they currently utilize when supporting the Surveillance
Program. He also reminded analysts they should review and comment on the
intralaboratory quality control procedure guidelines presented during the
analysts' meeting. Establishing evidence of control, prior to initiating
analysis of routine surveillance samples, was noted as essential even if it is
initially expensive. To begin an analysis program when it is not known that
control exists in the measurement system is unwise as it can lead to
significant embarrassements when the final data are reviewed by data users or
the laboratory is evaluated with negative comments through interlaboratory
testing procedures such as those provided by the Data Quality Work Group.
Regarding future interlaboratory studies, the Chairman was unable to
conf
irm
spec
ific
date
s a
nd
spec
ific
stud
ies.
He
did
indi
cate
a t
otal
phosphorus, total trace metals and major ion studies might be delivered in the
spri
ng
and
summ
er
port
ions
of
the
1980
fiel
d p
rogr
am.
The
high
leve
l o
f
interest in establishing interlaboratory comparability in metals in sediment
had been expressed in the metals task group session. A number of analysts
volu
ntee
red
assi
stan
ce
in
prov
idin
g s
edim
ents
.
Coop
erat
ion
is
esse
ntia
l a
nd
with management support in the respective jurisdictions the cost sharing will
impr
ove
the
inte
rnat
iona
l e
ffor
t i
n d
ata
qual
ity
assu
ranc
e.
The
sedi
ment
study (metals) may possibly be distributed in the fall of 1980.
The
intr
igui
ng
matt
er
of
havi
ng
labo
rato
ries
reco
gniz
e t
hat
nega
tive
conc
entr
atio
ns
may
now
need
to
be
impl
emen
ted
was
rais
ed
agai
n.
It
was
exp
res
sed
as
a n
atu
ral
fol
low
up
fro
m t
he
suc
ces
sfu
l a
ppl
ica
tio
n o
f "
W"
and
"T"
codi
ng
and
that
alth
ough
this
conc
ept
is i
niti
ally
diff
icul
t to
appr
ecia
te,
it
will when implemented, have significant impact for the users of data.
The
Chai
rman
then
than
ked
all
the
anal
ysts
for
thei
r co
ntri
buti
on
to
the
meeting.
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J. Norstrom. Canadian Wildlife Service, Manuscript Reports, 41, Jan.
1980. _
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Assoc. of Off. Chem., Vol. 62, Q, Nov. 1979, pp. 1302-1308.
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Lee. Journal of Assoc. Off. Chem., Vol. 62, g, Nov. 1979, pp. 1312-1314.
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Institute, Washington, DC.
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